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Shipment: 285

Non Potable Water Chemistry

Analyte Name

Units Sample Method Result Mean/ Warning Acceptance Score
D Target * Limits Limits

Sample: Non Potable Water Metals!and Ii

Vanadium, Total **
EPA Code: N/A

Zinc, Total **
EPA Code: N/A

Zinc, Total **
EPA Code: N/A

ug/L 8511 USGS 1290 1220°* 1120 - 1310 1070 - 1360 Satisfactory
1-4471-97 107 passed out of 104 reported resuits.

ug/L 8511 USGS 1060 1040* 944 - 1140 894-1190 Satisfactory
1-4472-97 146 passed out of 151 reported results.

ug/L 8511 USGS 970 1040* 944 - 1140 894 -1190 Satisfactory
1-4471-97 146 passed out of 151 reported results.

Sample: Non Potable Water Metals il

Molybdenum, Total **

EPA Code: N/A

Molybdenum, Total **

EPA Code: N/A

ug/L. 8511 USGS 264 276 246 - 303 231 -318 Satisfactory
1-4472-97 94 passed out of 102 reported results.

ug/L 8511 USGS 228 276 * 246 - 303 231-318 Unsatisfactory <==
1-4471-97

94 passed out of 102 reported resuils.

Sample: Non Potable Water Minerals

Chiloride **
EPA Code: N/A

Sulfate (as S04) **
EPA Code: N/A

mg/L 8508 USGS 63.35 62.5* 56.4 - 69.0 53.3-721 Satisfactory
1-2057-86 120 passed out of 124 reported results.

mg/L 8508 USGS 108.37 110~ 97.2-120 91.5-125 Satisfactory
-2057-85 98 passed out of 106 reported resuis.

Sample: Non Potable Water Minerais il

Caicium, Total ™
EPA Code: N/A

Potassium, Total **
EPA Code: N/A

Magnesium, Total **
EPA Code: N/A

mg/L 8537 USGS 49.7 485" 45.2 - 53.1 43.3-55.0 Satisfactory
1-4471-97 83 passed out of 88 reported resulis.

mg/L 8537 SM18-20 13.6 140" 12.3-15.9 11.4-168 Satisfactory
3120B

76 passed out of 83 reported resuits.

mg/L 8537 USGS 36.7 378" 34.3-41.6 32.4-434 Satisfactory
|-4471-97 88 passed out of 93 reported results.



